
ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 100159 
Location: Milton PD 
Calibration Date: 12/14/2011 
Certification Date: 12114/2011 
Installation Dale: 12/20/2011 
RPC Date: 02/04/2012 
Supervisor Name: TOM M DUPONT 

Diagnostic Results 

VERSIONS 
DMT: 1.01 
P I C : 2.05 
Modem: 2.2 
Q u e s t i o n s : 2.0 

TEMPERATURES 

Sample Chamber = 49.0°C 
B r e a t h Tube = 48.1*C 
D i g i t a l S i m = 34.0°C 

SETTINGS 
Lamp V o l t a g e = 1.81 V 
C o o l e r V o l t a g e = 1.83 V 
B i a s V o l t a g e = 80 V 
Cho p p e r F r e q = 53 4 Hz 

Accuracy and Precision Check 

PUMP INFO 
F l o w R a t e 5.789 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) -0.135 6 
MIN(V) -0.1372 

F I L T E R INFO 
F i l t e r 1 -0.134 
F i l t e r 2 0.108 
F i l t e r 3 0.4 04-

CALIBRATION CHECK 
Xq = 0.075 0.81% 

Routine Performance Check Passed 

OFF 
-0.1321 
-0.1335 

Z e r o = t r u e 
Z e r o = t r u e 
Z e r o = t r u e 

Concentration 
Lot« 
Range 
Average 
Std Dev 

= 0.101 g/210L 
= 12-38-100 
= 0.096-0.106 
= 0.096 g/210L 
- 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 
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